Leakage Evaluation of Three Endodontic Sealers Used in a Single-cone Technique: A Study Using Bioluminescent Bacteria

Sean M. Horan
Leakage Evaluation of Three Endodontic Sealers Used in a Single-cone Technique: A Study Using Bioluminescent Bacteria

Sean M. Horan, D.D.S.

Thesis submitted to the School of Dentistry at West Virginia University
In partial fulfillment of the requirements for the degree of

Master of Science
In
Endodontics

Elizabeth C. Kao, D.M.D., Chair
L. Keith Hildebrand, D.D.S., M.S.
Bryan Weaver, D.D.S., M.D.
Jerry E. Bouquot, D.D.S., M.S.D.

Department of Endodontics

Morgantown, West Virginia
2017

Keywords: Dental, Endodontics, Single-Cone Obturation, Coronal Leakage, Sealer, Bioluminescent Bacteria

Copyright 2017 Sean M. Horan, D.D.S.
Abstract

Leakage Evaluation of Three Endodontic Sealers Used in a Single-cone Technique: A Study Using Bioluminescent Bacteria

Sean M. Horan, D.D.S.

Introduction

After proper chemomechanical disinfection and obturation of a root canal system, the next important goal in endodontic therapy is obtaining an adequate coronal seal. If the coronal seal becomes compromised, it is difficult to decide whether the root canal system should be retreated. This decision should be made based on the ability of the root canal filling to resist bacterial contamination and on the length of time the seal has been compromised.

The root canal system should be filled in three dimensions, typically with a combination of gutta percha and sealers. One obturation method that has seen a revival in recent years is the single-cone technique. Newly developed sealers claim to create an effective seal through adhesive bonding to the gutta percha and/or dentin. The objective of this study was to evaluate the sealing ability of three currently available endodontic sealers used in a single-cone technique with a bacterial leakage model. A pilot study was also conducted in an attempt to better quantify and localize the bacteria in the obturated experimental teeth.

Materials and Methods

Fifty extracted human maxillary anterior teeth were decoronated and root length was standardized. Each tooth was instrumented and irrigated. The teeth were randomly divided into three experimental groups \((n = 12)\) and two control groups (5 positive and 5 negative). The final four teeth were used in the pilot study. Obturation of the three experimental groups, EndoSequence BC Sealer, ThermaSeal Plus Ribbon Sealer, or GuttaFlow 2, was performed with a single-cone technique using a ProTaper master cone. A bacterial leakage experimental apparatus was constructed to evaluate the seal created by each of the experimental groups.

For the pilot study, four teeth were obturated with varying levels of gutta percha and evaluated in the same experimental apparatus. A solution of a bioluminescent bacterium, *Staphylococcus aureus* Xen36, was used to inoculate each tooth. Scans of the teeth were taken with an In Vivo Imaging System (IVIS) at Days 0, 3, 7, and 10 to show whether bacteria could be detected at varying levels in the teeth.

The remaining forty-six apparatuses were evaluated with a more traditional bacterial leakage method, where Difco Purple Broth Base was placed in the lower chamber of the apparatus so that 2 mm of the root end was submerged. A solution of *S. aureus* Xen36 was used to inoculate the top chamber of the apparatus, and the apparatuses were incubated for up to 50 days. The apparatuses were checked daily to monitor for bacterial contamination.

Results and Conclusion

The pilot study was unable to provide accurate information on the localization and quantification of bacteria in the four sample teeth. For the traditional bacterial leakage study,
each of the experimental groups had a noticeable amount of early leakage, and after one week, all three groups had a survival rate of 58.3%. After 50 days, the ThermaSeal Plus Ribbon Sealer group had a survival rate of 8.3%, while the EndoSequence BC Sealer and GuttaFlow 2 groups had a survival rate of 25.0%. The log-rank test showed no statistically significant differences between the three groups with respect to leakage over time (p = 0.665). The results of the present study showed that in the absence of a coronal seal, the single-cone method of root canal obturation does not provide long-term sealing ability in many teeth. Further studies should be piloted to see if the IVIS could be beneficial for analyzing obturated teeth.
Dedication

To my wife, MacKenzie: Thank you for all of your love and support. I feel fortunate that we have been able to go through our residencies at the same time. It has been stressful at times (we survived BioStatistics), but I would not have wanted it any other way. I can’t wait to see what’s in store for the next chapter of our lives. I love you.

To my parents, Tom and Mary Ann: Thank you for always pushing me to do my best and for encouraging me to pursue my interests and dreams. I would not be the person I am today without both of you.

To my in-laws, Glenn and Laura: Thank you for the constant support and advice you provide MacKenzie and me. I feel very lucky to be able to rely on your years of dental knowledge as we begin the transition into our professions.
Acknowledgements

AAE Foundation/Dentsply – Thank you for your generosity in awarding the West Virginia University School of Dentistry Endodontic Department an Innovation in Research Grant (Fund #2R388) which helped fund this research project.

Dr. M. Leigh Speer – Thank you for your mentorship over the past two and a half years. Your vast experience has been extremely helpful in developing my clinical skills as an endodontist.

Dr. L. Keith Hildebrand – Thank you for having an open mind and for being a great advocate for our program. Your experience has helped us out immensely.

Dr. A. Tom Borgia – I would not have begun this journey to become an endodontist if it weren’t for you. Your enthusiasm and teaching abilities helped spark my interests as a student. Thank you for encouraging me to apply and for helping along the way.

Dr. Elizabeth Kao – Thank you for serving as chair of my committee. Your background with dental research has provided suggestions and recommendations to help me through the process.

Dr. Bryan Weaver – Thank you for being a last-minute addition to my committee! I am grateful for what you have taught us regarding the management of medically compromised patients through your advanced oral surgery class and through clinical consultations.

Dr. Jerry Bouquot – Thank you for your guidance with the research process. I have always enjoyed our conversations and appreciated your insight.

Mr. Chris Waters – Thank you for all of your assistance and advice with my project. Your help with the research process has been greatly appreciated. Thanks for the help with the protocol for the bacterial portion of my project and for letting me borrow some tools to make my apparatuses!

Ms. Sarah McLaughlin and Dr. Karen Martin – Thank you for the training and advice with the IVIS imaging part of my study.

Mr. Taron Dick and West Virginia Clinical and Translational Science Institute (WVCTSI) – Thank you for all of your help with the statistics.

Dr. Jabeen Noore and WVU Orthopaedics – Thank you for providing the bacteria for my project and instructions for growth and preparation.

Mr. Damon Linear – Thank you for your help and accommodations with the sterilization of my project apparatuses.

Dr. Stephen Fragale – You have been the best co-resident I could’ve asked for. It has been great being able to bounce ideas off each other to help each other become better clinicians. We have endured a lot of change over the past 2.5 years, but it has helped having a fellow West Virginian
and WVU Dental grad alongside. I look forward to future endo meetings and golfing adventures. I’m happy you will finally get to be with Amanda full-time in Charleston!

Dr. Emma Hunter – I was amazed how you were able to manage three kids and exercise consistently during all the stresses of residency. I appreciated your advice while I was a first year and was glad you were able to have thick skin at times being the only female in the endo resident room!

Dr. Wisam Sakr – Thank you for your encouragement while I was a first year. I continue to be on the lookout for three-canal premolars because of your case presentations!

Dr. Michael Tran – I have appreciated learning some new tricks from you. Your dedication to strive for the best has been great to see. Don’t let those micro accesses prevent you from finding MB2! I look forward to eventually hitting the links with you when I find myself in Cali!

Dr. Travis Moore – You have progressed a lot as a clinician in the past year. I admire your ability to be adventurous with trying new materials and techniques. Good luck with your final year and beyond!

Dr. Mehran Malakpour – I have never seen someone so dedicated and interested in endo from such an early point in his or her dental career. It has been enjoyable seeing you transition from student to endo resident!

Dr. Cade Brawley – Thanks for bringing some Texas flair to the program! I have enjoyed talking about endo cases and football with you. I look forward to tailgating with you in Lubbock sometime once we’re all out practicing!
# Table of Contents

Abstract ........................................................................................................................................... ii

Dedications ...................................................................................................................................... iv

Acknowledgements ...................................................................................................................... v

Table of Contents ......................................................................................................................... vii

List of Tables ............................................................................................................................... viii

List of Figures ............................................................................................................................... ix

List of Symbols, Abbreviation, or Nomenclature ........................................................................ xi

Chapter 1  
Introduction ................................................................................................................................. 1
Statement of the Problem ............................................................................................................... 2
Significance of the Problem ........................................................................................................... 2
Null Hypothesis ............................................................................................................................. 2
Assumptions .................................................................................................................................. 3
Limitations ..................................................................................................................................... 3
Delimitations .................................................................................................................................. 3

Chapter 2  
Review of Literature .................................................................................................................. 5

Chapter 3  
Materials and Methods ............................................................................................................. 14
Statistical Analysis ......................................................................................................................... 28

Chapter 4  
Results ........................................................................................................................................ 29
Discussion ...................................................................................................................................... 32

Chapter 5  
Conclusions ................................................................................................................................ 37

Works Cited .................................................................................................................................. 38

Appendix  
Data Collection for Statistical Analysis ..................................................................................... 44
List of Tables

Table 1: Survival rates of the three experimental groups at different observation times………31
List of Figures

Figure 1: Selection of various brands of greater taper gutta percha........................................6
Figure 2: EndoSequence BC Sealer............................................................................................8
Figure 3: ThermaSeal Plus Ribbon Sealer...................................................................................9
Figure 4: GuttaFlow 2................................................................................................................10
Figure 5: Detection limits of the bioluminescent bacteria used in Sedgley’s study......................12
Figure 6: Second sub-culture of Staphylococcus aureus Xen36 used to create stock solutions...16
Figure 7: 15 ml microcentrifuge tubes labeled with each of the stock solutions............................16
Figure 8: LB broth used for bacterial growth in stock solutions..................................................17
Figure 9: Machine used to vortex stock bacterial solutions........................................................17
Figure 10: Densitometer used to perform McFarland test on stock bacterial solutions..............18
Figure 11: L-Spreaders used to evenly distribute bacterial solution on BAP..............................19
Figure 12: Sample BAP with even distribution of bacterial growth.............................................19
Figure 13: Sample of decoronated maxillary anterior teeth (side and incisal views).....................21
Figure 14: Dental operating microscope used for instrumentation and obturation of samples.....21
Figure 15: Sequence of hand files and ProTaper Universal rotary files used.............................22
Figure 16: Irrigating solutions and sample irrigation syringe and tip used..................................22
Figure 17: Final ProTaper Universal file used and corresponding gutta percha points............23
Figure 18: Elements Free downpack unit..................................................................................24
Figure 19: In Vivo Imaging System (IVIS) linked to data-acquisition computer.........................26
Figure 20: Difco Purple Broth Base with 1% D-Fructose carbohydrate......................................27
Figure 21: Sample apparatuses..................................................................................................27
Figure 22: Storage of samples, stock solutions, and BAPs in incubator at 37°C.......................28
Figure 23: Bioluminescence produced by *S. aureus* Xen36 at 7 days.................................29

Figure 24: Bioluminescence produced by *S. aureus* Xen36 at 10 days.................................30

Figure 25: Survival rates over the 50-day observation period.............................................31
List of Symbols, Abbreviation, or Nomenclature

Blood Agar Plate – BAP – a Petri dish containing mammalian blood used to culture microorganisms.

Colony forming units per milliliter – Cfu/ml – a unit used to estimate the number of viable bacterial cells in a sample solution.

In Vivo Imaging System – IVIS – an optical imaging device that uses filters and algorithms to recognize bioluminescent and fluorescent reporters in bacteria.

Luria-Bertani broth – LB broth – a nutritionally rich medium used for bacterial growth.

McFarland – a set of standards used as a reference of the turbidity of a bacterial suspension. A densitometer is used to test the McFarland rating of the suspension.

Mineral Trioxide Aggregate – MTA – a calcium silicate dental material often used for root repair.

Root Canal System – RCS – the space containing the dental pulp inside the crown and root of a tooth.

Vortex – a device which produces a spinning, often turbulent, flow of liquid.

Working Length – WL – the distance from a coronal reference point to the point at which canal preparation and obturation should terminate.
Chapter 1

Introduction

Obtaining an adequate coronal seal is of utmost importance following completion of root canal therapy.\textsuperscript{1-3} However, if the coronal seal becomes compromised, re-contamination of the obturated root canal system (RCS) can occur. The seal can become compromised if there is an extensive delay in the placement of definitive restorations, if definitive or provisional restorations lack marginal integrity, if the tooth becomes fractured, or if recurrent decay develops and exposes the endodontic filling material.\textsuperscript{4,5} If one of these instances occurs and the coronal portion of endodontic filling is exposed to oral bacteria, it is often difficult to decide the best plan of action. The decision to retreat the RCS should be based on the length of time it takes the entire length of the RCS to become contaminated after loss of coronal seal. Bacterial leakage has been supported as the most clinically relevant model for evaluation of the seal provided by endodontic filling materials.\textsuperscript{6}

To better resist re-contamination, the RCS should optimally be filled in three dimensions after proper debridement.\textsuperscript{7} Gutta percha is the most widely used root canal filling, and many methods of its utilization have been employed. One method that has seen a revival in recent years is the single-cone technique.\textsuperscript{8} In the past, this technique has been thought to be less effective in sealing than cold lateral condensation or warm vertical condensation techniques; however, the introduction of new sealers and greater taper master cones may support the use of the single-cone technique.

In this study, three contemporary endodontic sealers that have the ability to be used in a single-cone technique were analyzed in a bacterial leakage model to determine the length of time required for full contamination of the RCS. Additionally, a pilot study utilizing an In Vivo
Imaging System (IVIS) was conducted in an attempt to better localize and quantify the bacteria in the sample teeth.

**Statement of the Problem**

Can newly developed sealers provide resistance or delay full bacterial re-contamination in root canal systems obturated with the single-cone technique?

**Significance of the Problem**

With the advent of new endodontic sealers, many dental schools are beginning to change their endodontic teaching philosophy. Some schools are starting to exclusively teach single-cone methods of obturation to their undergraduate dental students and post-graduate endodontic residents. Although this appears to simplify the process of endodontic obturation, students may not understand its indications and limitations. As the single-cone technique becomes increasingly popular and prevalent, practitioners should have some guidelines for the management of a lost coronal seal. This study will provide information on the sealing ability of new sealers recommended for use in the single-cone technique and offer some guidelines for treatment in the event where the coronal seal has been lost.

**Null Hypothesis**

There is no significant difference in bacterial leakage over time for the three endodontic sealers tested: EndoSequence BC Sealer (Brasseler USA, Savannah, GA), ThermaSeal Plus Ribbon Sealer (Dentsply Tulsa Dental Specialties, Tulsa, OK), and GuttaFlow 2 (Coltene/Whaledent Inc., Cuyahoga Falls, OH).
Assumptions

1. A bacterial leakage model is a reliable, scientific way to assess the seal of a root canal filling.
2. When the color of the broth in the experimental apparatuses changes from purple to yellow, full bacterial contamination of the RCS has occurred.

Limitations

1. The canals of the experimental teeth have varying degrees of irregularity in their internal anatomy.
2. The oral flora that can re-contaminate a RCS are extremely diverse, but only a single species was used in this study.
3. This is an in vitro experiment that does not fully capture the in vivo environment and reaction process.
4. Human error may have been involved in the techniques.
5. Sample size of prepared and obturated teeth is small.

Delimitations

1. An effort was made to limit the teeth to maxillary anteriors with straight roots and canals with relatively round cross-sections.
2. Only roots with completely formed apices and no visible caries/resorption were selected.
3. Crowns were sectioned and the roots were standardized to an approximate length of 16 mm.
4. Teeth where no cutting was evident on the tip of the F4 file (large apical diameter canals) were excluded.

5. Gutta percha was removed to a level that allowed approximately 14 mm to remain, taking working length (WL) into account.

6. A dental operating microscope (Global Surgical Corporation, St. Louis, MO) was used at 6.4x magnification for WL determination, instrumentation, and obturation.

7. All samples were prepared by a single operator (the principal investigator).
Chapter 2

Review of Literature

The primary cause of apical periodontitis is the presence of microorganisms in a RCS.\textsuperscript{9,10} Proper endodontic treatment involves chemomechanical methods for the reduction of the microbial load in this system.\textsuperscript{11} Mechanical debridement by hand and rotary instruments provides shape in the RCS. Common endodontic irrigants such as sodium hypochlorite (NaOCl) and ethylenediaminetetraacetic acid (EDTA) can then be used to penetrate the areas of the RCS that are mechanically inaccessible.\textsuperscript{12}

After disinfection, the next goal of endodontic treatment is three-dimensionally filling this cleaned and shaped system to prevent re-infection.\textsuperscript{7,13} Wu and Wesselink stated, “The development and maintenance of a hermetic seal is considered to be a major prerequisite for success in root canal treatment”.\textsuperscript{14} Numerous techniques and materials have been accepted as ways of achieving this “hermetic seal.” These techniques include sealer only, lateral compaction, warm vertical compaction, single-cone, and carrier-based techniques.\textsuperscript{15}

In sealer only techniques, a cement or paste is placed to fill the entire RCS without the use of a gutta percha master cone. With lateral compaction, a master cone is selected based on the final file used and this cone is coated with a sealer and seated at the WL. A spreader is then introduced alongside to compress the master cone laterally. After removal of the spreader, accessory cones of gutta percha are placed to fill the void created by the spreader. This process is continued until a dense fill is achieved. For warm vertical compaction, a master cone is also selected and placed just as it would be with the lateral compaction technique. However, instead of adding accessory cones, the coronal portion of the master cone is melted with a heat source and the apical 3-5 mm of remaining gutta percha is condensed with pluggers. The space above
this apical “plug” is then backfilled with warm injectable gutta percha. Carrier-based techniques utilize a plastic or harder gutta percha carrier that is coated in a softer gutta percha. After a light coating of sealer on the canal walls, an oven is used to soften the outer layer of gutta percha on the carrier. When soft, the carrier is placed in the canal to the WL. For the single-cone technique, sealer is used to coat the walls of the RCS, and a single master cone of gutta percha corresponding to the final file size is coated in the sealer and placed to WL.

Operators often debate these various techniques, but there is still little evidence to support or deny a particular technique. Whitworth stated, “As no single approach can unequivocally boast superior evidence of healing success, decisions may be based on such factors as speed, simplicity, economics, or ‘how it feels in my hands’.”\textsuperscript{16} Previously, single-cone techniques performed with conventional sealers were thought to be less effective than other methods of condensation.\textsuperscript{17} However, the introduction of new sealers and greater taper master cones have provided a revival of the single-cone technique.

Greater taper master cones of gutta percha have been created by different companies to closely match the geometry of their nickel-titanium rotary instrumentation systems.\textsuperscript{18}

Figure 1: Selection of various brands of greater taper gutta percha. Some of these gutta percha cones have a variable taper (ProTaper), while others have standardized .04 or .06 tapers.
This greatly reduces the space that sealer needs to occupy between the master cone and canal walls. However, root canal systems are not perfect cylinders, so the sealer used in conjunction with the master cone must have properties that enable sealing of the canal irregularities that could potentially harbor bacteria. New root canal sealers on the market claim to be able to create an adhesive bond along the sealer – gutta percha interface and/or along the sealer – dentin interface, reinforcing the viability of single-cone applications.\textsuperscript{19}

Sagsen et al. said that there are certain characteristics that an ideal filling material must possess; these include adequate marginal sealing quality, biocompatibility, and the ability to allow or induce bone repair and antimicrobial activity.\textsuperscript{20} Since sealers may be placed in close contact with the periapical tissues, it is possible that the tissue response to the sealer could influence the outcome of root canal treatment.\textsuperscript{21} An operator should take the technique and the above listed properties into account when selecting a sealer for use. Currently available sealers include zinc oxide eugenol and non-eugenol sealers, calcium hydroxide sealers, glass ionomer sealers, epoxy resin–based sealers, silicone sealers, medicated sealers, and the more recently introduced methacrylate-resin-based sealers and calcium silicate-based sealers.\textsuperscript{22}

EndoSequence BC Sealer (Brasseler USA, Savannah, GA) is a premixed bioceramic cement paste based on a calcium silicate composition that requires moisture for setting (Figure 2). It’s manufacturer claims that it has excellent physical properties, exhibits no shrinkage, and forms hydroxyapatite upon setting to create a chemical bond with dentin.\textsuperscript{23,24} Testing of BC Sealer, also known as iRoot SP, has shown that it has antimicrobial activity\textsuperscript{25} and good sealing ability.\textsuperscript{26} A study of its cytotoxicity revealed slight toxicity with a fresh mix and no toxic effects after setting at 24 hours. It was significantly less cytotoxic than the resin sealer tested (AH Plus) and was comparable to another calcium silicate material, mineral trioxide aggregate (MTA).\textsuperscript{27}
Figure 2: A bioceramic cement paste. EndoSequence BC Sealer packaging and syringe.

ThermaSeal Plus Ribbon Sealer (Dentsply Tulsa Dental Specialties, Tulsa, OK) is a two-component paste based on epoxy-amine resin that has long-term sealing and self-adhesive properties.\textsuperscript{28} It comes in a mixing syringe to provide a convenient, precise mixture (Figure 3). A study by Pinna et al. showed that AH Plus (another name for ThermaSeal Plus) did not have the long-term cytotoxic effects that Pulp Canal Sealer (SybronEndo) possessed.\textsuperscript{29} Although good in the long-term, moderate to severe cytotoxicity was still present for the first week after mixing. This is likely due to the epoxy resin component of the sealer that is released after setting.\textsuperscript{30} The sealer’s adhesive properties and adaptability to the root canal walls have been cited as reasons for its excellent sealing abilities and resistance to bacterial coronal leakage.\textsuperscript{31}
GuttaFlow 2 (Coltene/Whaledent Inc., Cuyahoga Falls, OH) is a novel filling system that combines finely ground gutta percha powder with a polydimethylsiloxane matrix (Figure 4). It has very good adhesion to both gutta percha and dentin and expands slightly (0.2%) to provide an excellent seal.\textsuperscript{32} It has been shown to have excellent biocompatibility, similar to mineral trioxide aggregate (MTA), with less cytotoxic response to human gingival fibroblast cells when compared to AH Plus and RealSeal (SybronEndo).\textsuperscript{33} The manufacturers of GuttaFlow 2, EndoSequence BC sealer, and ThermaSeal Plus Ribbon Sealer all advocate that these sealers can be used in a single-cone technique.\textsuperscript{24, 28, 32}
After obturation of the RCS, the next major goal of endodontic treatment is sealing the crown of the tooth to prevent future recontamination of the sealed root canals. This is a critical, often under-valued component to proper endodontic treatment. Research reported by Ray and Trope in 1995 showed that the quality of the coronal restoration had more impact on the presence of periapical inflammation than quality of the root filling. These findings make it critical to restore the crown of the tooth as expeditiously as possible. If the tooth cannot be restored immediately, a temporary filling material should be used to minimize possible leakage. The temporary restoration should be a minimum of four millimeters in thickness and should not be expected to last more than three weeks.

If the patient delays having a permanent restoration placed, if a restoration is lost or its integrity becomes compromised, or if the root canal filling material is exposed through tooth fracture or recurrent decay, the complication of re-contamination of the RCS arises. When one of these instances occur and the coronal portion of the RCS is exposed to oral flora, it is difficult to decide whether retreatment of the root canal is necessary. This decision should be
made based on the length of time it takes for the entire root canal system to become contaminated. Previous in-vitro studies have used fluid filtration and dye leakage to evaluate the seal of endodontic materials, but bacterial leakage has been shown to be a more clinically relevant model. Bacterial penetration studies have utilized a multitude of singular species or fresh human saliva.

An in-vitro bacterial leakage model has been utilized to evaluate the leakage of numerous sealers and obturation techniques. The model consists of a split-chamber, with the obturated tooth connecting the two spaces. If bacteria are introduced to the top chamber, the only way they can reach the bottom chamber is through the tooth. To determine when bacterial contamination of the bottom chamber has occurred, the tip of the obturated tooth is submerged in a broth that can become turbid once contaminated with bacteria. A different type of media was utilized in Fransen’s study, which made bacterial contamination more identifiable. In the model described in his study, the tip of the tooth was submerged in Difco Purple Broth Base (Beckton Dickinson, Sparks, MD). When supplemented with a carbohydrate, the Difco Purple Broth Base is able to elicit a fermentation reaction when bacteria are exposed to it. Acid is produced by the fermentation reaction, and as the pH of the broth drops below 6.8, the indicator changes from purple to yellow color. This color change provides a more distinct and abrupt determination of leakage compared to the assessment of turbidity. The bacterial leakage model, although effective in determining when full bacterial penetration of the canal has occurred, does not allow quantification or localization of the bacteria in the RCS. Being able to localize how far bacteria have penetrated into a RCS at different time points would be beneficial in determining the need for full retreatment.
A potential way of quantifying and localizing bacteria in a RCS has been proposed by another author.\textsuperscript{44} This method involves using bioluminescent reporter bacteria that can be detected using an In Vivo Imaging System (IVIS). Bioluminescent reporters are constructed by fusion of a lux gene (responsible for the emission of visible light) with an inducible promoter.\textsuperscript{45} Bioluminescent bacteria have been used for real-time imaging of biofilms in mice,\textsuperscript{46} but their utilization in root canal studies has been minimal.\textsuperscript{44} A preliminary investigation by Sedgley was able to utilize bioluminescence imaging to study the effect of sequential irrigation procedures on the removal of bacteria from root canals. The study also analyzed different concentrations of bacteria to determine the limits of detection using such machinery and software (Figure 5).\textsuperscript{44}

![Figure 5: Detection limits of the bioluminescent bacteria P. fluorescens 5RL used in Sedgley’s study. (A) No bacteria, (B) 2 x 10, (C) 2 x 10\(^2\), (D) 2 x 10\(^3\), (E) 2 x 10\(^4\), (F) 2 x 10\(^5\), (G) 2 x 10\(^6\), (H) 2 x 10\(^7\).\textsuperscript{44}](image-url)
It should be noted in the figure that the bioluminescent images in G and H are larger than the tooth. This is due to the photons being emitted in all directions from the bacteria. A clear outline of the root canal space would not be expected with this type of imaging.\textsuperscript{44}

The bacterial population associated with failing endodontic cases has been shown to be different from that of primary necrotic cases. Gram-positive facultative anaerobes typically predominate failing endodontic cases, with \textit{Streptococcus}, \textit{Enterococcus}, \textit{Staphylococcus}, \textit{Actinomyces}, and \textit{Lactobacillus species} being the most commonly isolated.\textsuperscript{47, 48} Although \textit{Enterococcus faecalis} is frequently isolated from re-treatment cases and used for the study of coronal leakage,\textsuperscript{40} many other species have been used, including \textit{Streptococcus mutans}\textsuperscript{39} and \textit{Staphylococcus epidermis}.\textsuperscript{38} \textit{Staphylococci} are non-motile, non-spore forming facultative anaerobes that grow by either fermentation or aerobic respiration.\textsuperscript{49} With these qualities, \textit{Staphylococci} are able to survive in a coronally unsealed RCS. \textit{Staphylococcus aureus} ATCC 49525 (Xen36) possesses these qualities as well as a lux gene, which allows it to emit bioluminescent light.\textsuperscript{50}

Although Sedgley’s study showed the ability of bioluminescence imaging to detect bacteria in root canal systems, literature showing the ability of this technique to detect bacteria in obturated canals is lacking. Therefore, the purpose of this experiment was twofold: to investigate the possibility of using bioluminescence imaging for the evaluation of bacterial leakage in obturated root canals, and to use an in vitro bacterial leakage model to evaluate the resistance to bacterial contamination of three endodontic sealers used with the single-cone technique.
Chapter 3

Materials and Methods

Bacteria

*Staphylococcus aureus* Xen36 was the bacteria used in the experimental procedures of this study. Sedgley’s study determined that the lower limit of bacterial detection in root canals by the IVIS is between $2 \times 10^2$ and $2 \times 10^3$ cfu/mL. It was decided to use a concentration of bacteria of $1 \times 10^6$, which is similar to what was used in the experimental section of their study. The inoculum was prepared as follows:

A clinical isolate of *Staphylococcus aureus* Xen36 was obtained and fresh sub-cultures were grown on blood agar plates (BAP) (Thermo Scientific, Waltham, MA)(Figure 6). A stock solution was made from the 2nd sub-culture. 15ml microcentrifuge tubes were labeled with the organism ID (Figure 7). The stock solutions were prepared as follows:

1st tube – (4.0 McFarland Test) = $10^9$ cfu/ml.

- **10ml** Luria-Bertani (LB) broth (Figure 8) was placed in tube 1.
- A 10ul lambda loop was used to scoop bacteria from the BAP.
- The lambda loop with bacteria was placed into the 10ml of LB broth.
- Spun lambda loop with bacteria to disperse bacteria into media.
- Vortexed the solution (Figure 9).
- Incubated the stock solution for 20-24 hours at 37°C.
- Vortexed the solution.
- McFarland Test was performed to verify concentration of solution (Figure 10).
10^8 and 10^6 cfu/ml dilutions were then prepared from the stock solution of 10^9 cfu/ml.

2nd tube 10^8 – Dilution Calculation:  \((10^8)(10ml) = (10^9)(x)\)

\[ x = \text{1.0ml of 10}^9 \text{ Stock + 9.00ml of LB broth} \]

1/10 dilution

- 10ml of LB broth was placed in tube 2, and 1.0ml from the tube was removed with a micropipette and discarded.
- 1.0ml of the stock solution in tube 1 (10^9) was added into tube 2 (10^8).
- Vortexed the solution.
- McFarland Test was performed to verify concentration of solution.

3rd tube 10^6 – Dilution Calculation:  \((10^6)(10ml) = (10^8)(x)\)

\[ x = \text{0.1ml (100ul) of 10}^8 \text{ stock + 9.90ml of LB broth} \]

0.1/10 = 1/100 dilution

- 10ml of LB broth was placed in tube 3, and 100ul (0.1ml) from the tube was removed with a micropipette and discarded.
- 100ul (0.1ml) of the solution in tube 2 (10^8) was added into tube 3 (10^6).
- Vortexed the solution.
- McFarland Test was performed to verify concentration of solution.
Figure 6: Second sub-culture of *Staphylococcus aureus* Xen36 used to create stock solutions.

Figure 7: 15 ml microcentrifuge tubes labeled with each of the stock solutions ($10^9$, $10^8$, $10^6$).
Figure 8: LB broth used for bacterial growth in stock solutions.

Figure 9: Machine used to vortex stock bacterial solutions.
Growth was verified the following way:

A sterile pipette was used to remove **0.5ml (500ul)** of the bacterial organism \(10^6\) from dilution tube 3, and this was placed onto the center of 1 BAP (Blood Agar Plate), properly labeled and dated. Using an L-Spreader (Figure 11), the sample solution was spread circularly around the BAP to give a nice even distribution of sample growth. The sample was placed into a 37°C incubator and removed when sample growth was adequate (Figure 12). Growth was scored to ensure viability of the sample.
Figure 11: L-Spreaders used to evenly distribute bacterial solution on BAP.

Figure 12: Sample BAP with even distribution of bacterial growth.
**Teeth**

Fifty extracted human maxillary anterior teeth, stored in (1 part 8.25% NaOCl, 1 part glycerin, 3 parts distilled water) to prevent bacterial growth were obtained from the West Virginia University School of Dentistry Research Labs Tooth Depository (IRB #: T2017.07). Teeth were decoronated and the root length was standardized to approximately 16 mm (Figure 13). After decoronation, the teeth were immersed in 8.25% NaOCl for 5 hours and then stored in distilled water. Cleaning, shaping and obturation of the root segments was performed under an operating microscope (Global Surgical Corporation, St. Louis, MO) (Figure 14). Canal patency was confirmed with a #10 K-file and working length was determined by subtracting 0.5 mm from the length at which this file was visible at the foramen. Each canal was instrumented with ProTaper Universal rotary instruments (Dentsply, Tulsa, OK) according to the manufacturer’s recommendations to a size F4 (40/06 at D0) (Figure 15). After each file use, each canal was irrigated with 1 mL of 8.25% NaOCl. A final rinse was performed with 3 mL of 17% EDTA (Vista Dental Products, Racine, WI) (Figure 16) and the canals were dried with paper points (Dentsply, Tulsa, OK). After standardization of the instrumentation, the teeth were randomly divided into three experimental groups ($n = 12$) and two control groups (5 positive and 5 negative). The final four teeth were used in the IVIS pilot study.
Figure 13: Sample of decoronated maxillary anterior teeth (side and incisal views).

Figure 14: Dental operating microscope used for instrumentation and obturation of samples (Global Surgical Corporation, St. Louis, MO).
Figure 15: Sequence of hand files and ProTaper Universal rotary files used to instrument canals.

Figure 16: Irrigating solutions and sample irrigation syringe and tip used during cleaning and shaping procedures.
Obturation of the three experimental groups was performed with a single-cone technique using a ProTaper F4 master cone (Dentsply, Tulsa, OK) (Figure 17). The master cone size was chosen to match the instrumented canal size. The three sealers tested included EndoSequence BC sealer (Brasseler USA, Savannah, GA), ThermaSeal Plus Ribbon Sealer (Dentsply Tulsa Dental Specialties, Tulsa, OK), and GuttaFlow 2 (Coltene/Whaledent Inc., Cuyahoga Falls, OH). This single-cone method of obturation was deemed acceptable by each of the manufacturers.

The sealer for each group was placed on a sterile glass slab and the master cone was coated in the sealer. The coated cone was gently placed in each canal to obtain a thin coating of the walls. The cone was withdrawn and more sealer was placed on the apical third of the master cone. The cone was then carefully seated to full working length. The master cone was seared off with an Elements Free downpack unit (Kerr Corporation, Orange, CA) (Figure 18) and lightly condensed with an endodontic plugger to a level that allowed 14 mm of gutta percha to remain. This provided an unfilled coronal trough where the bacteria could be introduced.

Figure 17: Final ProTaper Universal file used during instrumentation (F4) and corresponding ProTaper Universal gutta percha points.
Positive controls were not obturated. On all teeth in the positive control and experimental groups, three layers of clear nail polish were applied, except for the occlusal table and the apical 2 mm of root. This was adopted from the methods laid out by Fransen. The negative controls were obturated with ThermaSeal Plus Ribbon sealer using the same single-cone technique. However, for this group, three coats of clear nail polish covered 100% of the root surface. The teeth were stored for 2 days at 37°C and 100% relative humidity to allow the sealers to completely set before evaluation of bacterial leakage.

**Evaluation of Leakage**

Evaluation of bacterial leakage was done in two ways. Both methods involved preparation of an experimental apparatus that was adapted from a study by Fransen. The experimental apparatus was constructed as follows: the ends of 1.7-mL Posi-Click plastic tubes (Denville Scientific Inc., Holliston, MA) were removed so that the teeth could be inserted with their apices pointing out the end. Water resistant putty (J-B Weld Company, Sulphur Springs, TX) and super glue (Loctite, Rocky Hill, CT) were used to seal the junction between the plastic
tube and root, and two coats of clear nail polish were placed over the set putty/glue. The cap of a 20-mL liquid scintillation vial (Scientific Specialties Service, Hanover, MD) was modified so that the plastic tube and tooth assembly could be snugly placed through it. The tube was then sealed to the cap with super glue and nail polish. The total apparatus was sterilized by a 12-hour cycle in ethylene oxide gas.

To determine the viability of using the In Vivo Imaging System (IVIS) as a method of evaluating bacterial leakage, a short pilot study was accomplished. This involved evaluation of four teeth in the same experimental apparatus. After cleaning and shaping as mentioned earlier, one tooth was left unobturated and three teeth were obturated with ThermaSeal Plus Ribbon sealer. The gutta percha in these three teeth was burned off at a level that allowed either 5 mm, 10 mm, or 15 mm to remain. An additional instrumented tooth was placed in a Posi-Click tube as a control. By omitting the glass vial in this tooth, it could be tested if the glass in the experimental apparatuses would cause any imaging interference.

0.1 ml of a $1 \times 10^9$ cfu/mL culture of *Staphylococcus aureus* Xen36 was placed in another Posi-Click tube by itself as an additional control. The root canals in the four samples and additional control tooth were inoculated with 0.1 mL of the *S. aureus* Xen36 and a scan was taken with the IVIS. The IVIS was linked to a data-acquisition computer running LivingImage™ software, which produced real-time images of each scan (Figure 19). Scans were taken to show whether apical migration of bacteria could be detected at varying levels in the root. The scans were taken at Days 0, 3, 7, and 10.
The remaining forty-six apparatuses were evaluated in the same method as Fransen’s study. The scintillation vials were filled with Difco Purple Broth Base (Beckton Dickinson, Sparks, MD) (Figure 20) to a level that allowed approximately 2 mm of the root end to be submerged. This solution contained a carbohydrate (1% D-Fructose) that the bacteria can ferment to produce acid. When the pH of the broth drops below 6.8 it changes color from purple to yellow (Figure 21). The apparatuses were incubated at 37°C for 3 days and the broth was inspected for a color change to ensure that no contamination occurred before inoculation with bacteria. 0.1 mL of the $1 \times 10^6$ cfu/mL culture of *Staphylococcus aureus* Xen36 was used to inoculate the top chamber of the tube/tooth apparatus. The apparatuses were incubated at 37°C for up to 50 days (Figure 22). Apparatuses were re-inoculated with a freshly prepared $1 \times 10^6$
cfu/mL solution of *Staphylococcus aureus* Xen36 every 7 days. The teeth were checked daily to monitor changes in broth color. Teeth were declared to have fully leaked at the first sign of color change from purple to yellow.

Figure 20: Difco Purple Broth Base with 1% D-Fructose carbohydrate used in the sample vials for inspection of fermentation reaction.

Figure 21: Sample apparatuses – a positive control on the left showing bacterial leakage through entire RCS (yellow color change) and a negative control on the right without leakage (broth still purple in color).
Statistical Analysis

To evaluate survival, teeth were assigned a status number. If full bacterial leakage occurred (broth color change from purple to yellow) in a sample tooth, it was given the status number “1”. If a tooth did not leak by the end of the 50-day observation period, it was assigned the status number “0”. Survival curves were prepared for each experimental group using the Kaplan-Meier method. The curves were compared using the log-rank test at a significance level of 0.05.
Chapter 4

Results

The pilot study was unable to provide accurate information on the localization and quantification of bacteria in the four sample teeth. Bacteria leaked all the way through the sample tooth that was left unobturated, and the solution lay in the bottom of the scintillation vial. IVIS imaging showed where this bacteria had pooled in the vial, but bacteria was unable to be seen in the tooth. In the remaining sample teeth, minimal to no bacterial presence was shown. A small quantity of bacteria could be seen on the tops of some teeth where the bacterial solution had pooled, but no bacteria could be seen through the tooth in the outline of the canal space (Figure 23). The Posi-Click tube with $1 \times 10^9$ cfu/mL *S. aureus* Xen36 provided some light transmission (Figure 24).

![Bioluminescence produced by S. aureus Xen36 at 7 days](image)

Figure 23: Bioluminescence produced by *S. aureus* Xen36 at 7 days. Vials in top row from left to right are: negative control (no bacteria), un-obturated tooth, tooth with 5 mm GP remaining, tooth with 10 mm GP remaining, tooth with 15 mm GP remaining. Bottom tube contains an un-obturated tooth that was inoculated with the same bacteria.
Figure 24: Bioluminescence produced by *S. aureus* Xen36 at 10 days. Vials in top row from left to right are: negative control (no bacteria), un-obturated tooth, tooth with 5 mm GP remaining, tooth with 10 mm GP remaining, tooth with 15 mm GP remaining. In the bottom row, an un-obturated, inoculated tooth is on the left and a tube containing 0.1 ml of 1 x 10⁹ cfu/mL *S. aureus* Xen36 is on the right.

For the traditional bacterial leakage study, all positive control teeth leaked within the first 24 hours. None of the negative control teeth leaked during the entire 50-day observation period. Data collected for the experimental groups can be seen in the Appendix. The Kaplan Meier survival curves are shown in Figure 25. After the first 24 hours, three teeth leaked in both the EndoSequence BC Sealer and GuttaFlow 2 groups compared to four teeth in the ThermaSeal Plus Ribbon Sealer group. After one week, all three groups had a survival rate of 58.3%. After 50 days, all but one of the teeth in the ThermaSeal Plus Ribbon Sealer group had leaked, and three teeth survived from each of the EndoSequence BC Sealer and GuttaFlow 2 groups. Table 1 shows the survival rates for each experimental group at different time intervals. The log-rank
test showed no statistically significant differences between the three groups with respect to leakage over time (p = 0.665).

Figure 25: Survival rates (teeth without complete bacterial leakage) over the 50-day observation period for each of the three experimental groups.

<table>
<thead>
<tr>
<th>Day</th>
<th>EndoSequence BC Sealer</th>
<th>ThermaSeal Plus Ribbon Sealer</th>
<th>GuttaFlow 2</th>
</tr>
</thead>
<tbody>
<tr>
<td>1</td>
<td>75.0%</td>
<td>66.7%</td>
<td>75.0%</td>
</tr>
<tr>
<td>7</td>
<td>58.3%</td>
<td>58.3%</td>
<td>58.3%</td>
</tr>
<tr>
<td>21</td>
<td>41.7%</td>
<td>33.3%</td>
<td>41.7%</td>
</tr>
<tr>
<td>30</td>
<td>41.7%</td>
<td>16.7%</td>
<td>33.3%</td>
</tr>
<tr>
<td>50</td>
<td>25.0%</td>
<td>8.3%</td>
<td>25.0%</td>
</tr>
</tbody>
</table>

Table 1: Survival rates of the three experimental groups at different observation times.
**Discussion**

The purpose of this project was twofold: to evaluate the resistance of three newly developed root canal sealers to bacterial leakage in teeth with lost coronal seals and to determine if bioluminescent bacteria could be utilized in coronal leakage studies to give more spatial and quantitative information. Based on the findings in Sedgley’s study, it was predicted that similar detection of bioluminescent bacteria would be found in a bacterial leakage apparatus. This study, however, was unable to produce similar detection of bacteria in the RCS. Images produced by the IVIS appeared to only show bacteria in some areas where a larger volume had pooled and didn’t show any bacteria in the roots of the sample teeth (Figures 23, 24). One difference in this study compared to that of Sedgley’s was the apical preparation size. In Sedgley’s study, each experimental tooth was instrumented to a minimum apical size of 60, while this study completed instrumentation at a 40 (size F4 ProTaper Universal file). This larger apical preparation size may have allowed a larger volume of bacteria to gather in the canals of Sedgley’s experimental teeth. The experimental apparatus may have been another factor that limited light transmission. Due to biosafety requirements, the experimental teeth in this study had to be contained in sealed apparatuses while being imaged in the IVIS, while in Sedgley’s study, it appears that the teeth were placed directly in the machine’s chamber. Although images in this study were able to show light transmission through the glass scintillation vials and plastic Posi-Click tubes, the combination of these materials along with the root thickness and nail polish covering the roots may have limited transmission. Further studies looking at different apical preparation sizes and different experimental apparatus designs would be needed before suggesting that bioluminescent imaging is an appropriate method of analyzing bacterial leakage in obturated roots.
The results from the traditional bacterial leakage model showed that loss of a good coronal seal could cause re-infection of the entire RCS. The unobturated positive controls all leaked within 24 hours, showing that bacteria did travel through the RCS quickly when no barrier was in place to prevent its movement. Since none of the negative controls leaked during the 50-day observation period, it appears that the experimental apparatuses were properly constructed and only allowed bacterial leakage through the RCS. Although survival rates of the experimental groups were different at certain time points, the log-rank test found no statistically significant differences between the groups with respect to leakage over time. The lack of statistical significance between the three experimental groups warrants acceptance of the null hypothesis.

Although no difference was found between the three sealers over time, some general trends can be shown regarding the single-cone obturation technique. The fact that all three groups had a survival rate of only 58.3% after the first week shows that the single-cone method of obturation does not provide resistance to leakage in many teeth. This finding stresses the importance of timely placement of a high quality coronal restoration after completion of root canal therapy. If a temporary restoration is placed, waiting longer than the recommended 3-4 weeks to have a definitive restoration could jeopardize the long-term success of the root canal therapy.

After the first week, leakage in the experimental groups leveled off to some degree. For example, the experimental teeth in the EndoSequence BC sealer group had no leakage from Day 9 through Day 42. It is likely that the teeth in the EndoSequence BC sealer group that did not leak early on were able to create a hydroxyapatite layer between the sealer and dentin, and this layer was able to help resist leakage for a period of time. These findings show that sealers can
possibly resist bacterial leakage for some time if factors like sealer thickness and canal anatomy are ideal. However, it is impossible to know from clinical and radiographic analysis that such microscopic conditions exist.

Skinner and Himel showed that sealers play a critical role in the seal of the RCS.\textsuperscript{51} Compared to cold lateral condensation and warm vertical condensation where gutta percha fills in most irregularities in the RCS, single-cone techniques rely more on the sealer to fill these spaces. Although greater taper gutta percha cones have been designed to perfectly match the nickel-titanium rotary files used today,\textsuperscript{18} the presence of fins and other canal irregularities may cause a thicker sealer interface with single-cone obturation techniques.\textsuperscript{52} De-Deus found that a greater sealer thickness negatively influenced the sealing ability of most sealers.\textsuperscript{53} The range of bacterial leakage found in this study could be partially attributed to different sealer thickness in the experimental teeth.

It is advantageous for a root canal sealer to be able to adhere to the intraradicular dentin through frictional resistance or micromechanical retention so that the sealer-dentin interface is retained during tooth flexure or operative procedures.\textsuperscript{54} AH Plus sealer (equivalent to ThermaSeal Plus) and iRoot SP (EndoSequence BC sealer) have been shown to produce high bond strengths with dentin.\textsuperscript{23,55} Open epoxide rings in AH Plus can form a covalent bond with exposed amino groups in the dentin collagen network.\textsuperscript{56} The calcium silicate composition of EndoSequence BC sealer releases calcium and hydroxyl ions which can create an apatite layer when they come in contact with phosphate-containing dentinal fluids. This layer enables a chemical bond of the sealer to dentin.\textsuperscript{54,57} GuttaFlow 2 relies on its slight expansion on setting and its low solubility for its seal, because it does not chemically bond with dentin.\textsuperscript{58} The resistance of some experimental teeth to bacterial leakage are likely due to these properties.
The low survival rates at the end of the 50-day observation period show that if an endodontically treated tooth loses its coronal seal for any extended period of time, re-treatment of the root canal would be necessary. Since some experimental teeth did not leak by the conclusion of the observation period, it appears that these sealers do have some capability of long-term sealing. A longer observation time may be able to show the full potential of these sealers concerning bacterial leakage resistance. However, the high rate of early leakage shown in this study seems to make such information clinically insignificant.

The lack of statistical significance in this study may be partially due to both sample size as well as experimental design. Fransen was also unable to find statistically significant differences between three different obturation techniques, ActiV GP/Glass Ionomer Sealer, Resilon/Epiphany, and Gutta-Percha/AH Plus, despite having a larger sample size than the current study \((n = 20\) per group)\(^{40}\). On the other hand, Monticelli was able to show significant differences between groups using the same sample size as the current study \((n = 12\) per group). In their study, warm vertical compaction with AH Plus had significantly less leakage over time when compared to two single-cone techniques, ActiV GP and GuttaFlow\(^{39}\). A larger sample size in our study would provide greater discriminative power.

A bacterial leakage model utilizing a singular bacterial species, *Staphylococcus aureus* Xen36, was used in this study. This bacterium was chosen because it is a facultative anaerobe that has the ability to survive by fermentation and has bioluminescent capabilities that allow it to be visible when evaluated with an IVIS. Other authors have utilized a similar bacterial leakage model with singular bacterial species\(^{38-40}\). Fresh human saliva has been used in other bacterial leakage studies\(^{5,41,42}\) in an attempt to have a model that provides the proteins, enzymes, and
bacterial populations found in normal clinical conditions. However, a solution with a single bacterial species is easier to standardize for experimental use so that all groups can be compared.

Although bacterial leakage models are more clinically relevant than fluid filtration and dye leakage studies, they do not provide spatial information of where the bacteria are localized in the canal. The pilot study using the IVIS was conducted in an attempt to address this problem. Gutta percha was removed to varying levels in the pilot teeth to see if this type of imaging could visualize the bacteria at that level. Obtaining such information could be beneficial in providing guidelines for clinical situations. For example, if the study was able to show that after one week, teeth obturated with a certain material or technique leaked an average of 3 mm, the need for retreatment may be avoided. In such a case, just the coronal gutta percha would need removed for disinfection rather than all of the obturation material. Unfortunately, additional experiments would be necessary to see if this type of information could be gathered by the IVIS. Further experiments could be conducted with larger apical preparations in the teeth, different experimental apparatus designs, and/or the use of different species of bioluminescent bacteria.

The amount of bacterial leakage needed to cause clinical root canal therapy failure is unknown, so it is difficult to determine how much the results of the present study translate into clinical outcomes. The high prevalence of early contamination and minimal survival at the end of the 50-day observation period show that teeth obturated with the single-cone technique would need retreated if they presented with a lost coronal seal. Single-cone obturation techniques with newer categories of sealers should be analyzed further with animal studies and/or randomized clinical trials.


Chapter 5

Conclusion

Employing a bacterial leakage model, the results of the present study show that in the absence of a coronal seal, the single-cone method of root canal obturation does not provide long-term sealing ability in many teeth. Although many contemporary sealers claim to be able to create an adhesive bond with the dentin and/or gutta percha to better seal the RCS, this appears to be inadequate to stop bacterial leakage in some teeth. The presence of fins and other microscopic canal irregularities may increase the sealer thickness and prevalence of voids, which can create portals for bacterial infiltration. Although survival was different for each of the experimental groups at certain time points, there were no statistically significant differences between EndoSequence BC Sealer, ThermaSeal Plus Ribbon Sealer, and GuttaFlow 2 with respect to leakage over time.

A pilot study using a bioluminescent strain of *S. aureus* (Xen 36) and an IVIS was also conducted in an attempt to better localize and quantify the bacterial leakage through the RCS. Unfortunately, experimentation with this method of imaging was unable to produce adequate visualization of the bacteria. Further studies should be piloted to see if this type of imaging could be beneficial for analyzing obturated teeth.


Appendix


<table>
<thead>
<tr>
<th>Tooth</th>
<th>Treatment</th>
<th>Time_Days</th>
<th>Status</th>
</tr>
</thead>
<tbody>
<tr>
<td>1</td>
<td>1</td>
<td>2</td>
<td>1</td>
</tr>
<tr>
<td>2</td>
<td>1</td>
<td>7</td>
<td>1</td>
</tr>
<tr>
<td>3</td>
<td>1</td>
<td>43</td>
<td>1</td>
</tr>
<tr>
<td>4</td>
<td>1</td>
<td>1</td>
<td>1</td>
</tr>
<tr>
<td>5</td>
<td>1</td>
<td>8</td>
<td>1</td>
</tr>
<tr>
<td>6</td>
<td>1</td>
<td>50</td>
<td>0</td>
</tr>
<tr>
<td>7</td>
<td>1</td>
<td>1</td>
<td>1</td>
</tr>
<tr>
<td>8</td>
<td>1</td>
<td>45</td>
<td>1</td>
</tr>
<tr>
<td>9</td>
<td>1</td>
<td>50</td>
<td>0</td>
</tr>
<tr>
<td>10</td>
<td>1</td>
<td>1</td>
<td>1</td>
</tr>
<tr>
<td>11</td>
<td>1</td>
<td>50</td>
<td>0</td>
</tr>
<tr>
<td>12</td>
<td>1</td>
<td>8</td>
<td>1</td>
</tr>
<tr>
<td>13</td>
<td>2</td>
<td>29</td>
<td>1</td>
</tr>
<tr>
<td>14</td>
<td>2</td>
<td>28</td>
<td>1</td>
</tr>
<tr>
<td>15</td>
<td>2</td>
<td>3</td>
<td>1</td>
</tr>
<tr>
<td>16</td>
<td>2</td>
<td>15</td>
<td>1</td>
</tr>
<tr>
<td>17</td>
<td>2</td>
<td>1</td>
<td>1</td>
</tr>
<tr>
<td>18</td>
<td>2</td>
<td>8</td>
<td>1</td>
</tr>
<tr>
<td>19</td>
<td>2</td>
<td>1</td>
<td>1</td>
</tr>
<tr>
<td>20</td>
<td>2</td>
<td>15</td>
<td>1</td>
</tr>
<tr>
<td>21</td>
<td>2</td>
<td>47</td>
<td>1</td>
</tr>
<tr>
<td>22</td>
<td>2</td>
<td>50</td>
<td>0</td>
</tr>
<tr>
<td>23</td>
<td>2</td>
<td>1</td>
<td>1</td>
</tr>
<tr>
<td>24</td>
<td>2</td>
<td>1</td>
<td>1</td>
</tr>
<tr>
<td>25</td>
<td>3</td>
<td>2</td>
<td>1</td>
</tr>
<tr>
<td>26</td>
<td>3</td>
<td>2</td>
<td>1</td>
</tr>
<tr>
<td>27</td>
<td>3</td>
<td>16</td>
<td>1</td>
</tr>
<tr>
<td>28</td>
<td>3</td>
<td>1</td>
<td>1</td>
</tr>
<tr>
<td>29</td>
<td>3</td>
<td>50</td>
<td>0</td>
</tr>
<tr>
<td>30</td>
<td>3</td>
<td>26</td>
<td>1</td>
</tr>
<tr>
<td>31</td>
<td>3</td>
<td>50</td>
<td>0</td>
</tr>
<tr>
<td>32</td>
<td>3</td>
<td>34</td>
<td>1</td>
</tr>
<tr>
<td>33</td>
<td>3</td>
<td>1</td>
<td>1</td>
</tr>
<tr>
<td>34</td>
<td>3</td>
<td>50</td>
<td>0</td>
</tr>
<tr>
<td>35</td>
<td>3</td>
<td>1</td>
<td>1</td>
</tr>
<tr>
<td>36</td>
<td>3</td>
<td>8</td>
<td>1</td>
</tr>
</tbody>
</table>